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[57] ABSTRACT 

A method of observing crystal formation in a transpar- 
ent specimen (58 of FIG. 5) comprising the steps of 
melting a portion of the specimen in a heating zone (22 
of FIG. 2) freezing the melted portion of the specimen 
58 by a cooling zone (20 of FIG. 2) spaced from the 
heating zone by a gap (42) which is observable by a 
suitable observing means (30), controlling the tempera- 
tures of the heating and cooling zones (22 and 20) to 
various temperatures to create a variable temperature 
gradient across the gap (42) so that the freezing iso- 
therm of the specimen (58) always remains in a substan- 
tially constant position within the gap (42) where it is 
observable by the observing means (30), and moving the 
specimen (58) longitudinally while the temperature 
gradient is varying. 

20 Claims, 7 Drawing Figures 
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METHOD FOR INVESTIGATING THE 
FORMATION OF CRYSTALS IN A TRANSPARENT 
MATERIAL 

5 

ORIGIN OF THE INVENTION 

The invention described herein was made in the per- 
formance of work under a NASA contract and is sub- 
ject to the provisions of Public Law 96-517 (94 Stat 
3019; 35 USC 200-211). 10 

TECHNICAL FIELD 

This invention relates generally to the formation of 
crystals and more particularly to a method and appara- 
tus, for visually investigating and observing the charac- 15 
teristics of crystal growth while it is in progress. 

BACKGROUND OF THE INVENTION 

There are in the prior art many reports and results of 
studies of the nature of crystal growth by varying the 20 
rate of the crystal formation over time. Many of these 
prior art studies have been made with transparent speci- 
men materials to enable an observer, with the aid of a 
microscope and various electronic and photographic or 
other display means, to study in some details the forma- 25 
tion of crystals as the crystal forming material is passed 
through a constant temperature gradient G zone at a 
variable rate of velocity R from a heated area of con- 
stant temperature to a cooling area of constant tempera- 
ture with the freezing zone lying directly under a mi- 30 
croscope. The crystal growing material is in a molten 
state as it leaves the heated area and freezes as it enters 
the cooling area. 

Such studies have particular importance in the field 
of metallurgy and specifically in metal and metal alloy 35 
casting processes. 

For more detailed descriptions of these prior art stud- 
ies reference is made to a publication entitled “Solidifi- 
cation”, which is a collection of papers presented at a 
seminar of the American Society for Metals on Oct. 40 
1 1-12, 1969 and published by the American Society for 
Metals in Metals Park, Ohio, and copyrighted in 1971, 
and another publication entitled “A Quantitative Study 
of Factors Influencing Lamellar Eutectic Morphology 
During Solidification” by WFS Kaukler of the Space 45 
Sciences Laboratory, NASA, at the George C. Mar- 
shall Space Flight Center, in Huntsville, Al., in Novem- 
ber, 1981, and further identified as NASA TM-82451, 
both of which are incorporated herein by reference. 

While these prior art studies have revealed much 50 
valuable information about the growth of crystals, 
many questions relating thereto remain unanswered. 

It is a primary object of this invention to provide a 
new and novel process for visually observing and study- 
ing the growth of crystals under controllable variable 55 
conditions never done heretofor. 

It is another object of the invention to provide a 
method of investigating crystal growth with a variable 
temperature gradient G which is controllable to main- 
tain the freezing isotherm of the specimen material at a 60 
substantially constant, unmoving position which always 
lies under the objective lens of the fixed position micro- 
scope. 

Another object of the invention is to provide a 
method and apparatus for investigating crystal growth 65 
in a transparent material with controllable variable tem- 
perature gradient G which is positionable to maintain 
the melting point isotherm of the transparent material at 
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a substantially constant, unmoving position under a 
fixed position microscope while said transparent mate- 
rial is moving at a rate R in a transverse direction under 
the microscope at a controllable rate of speed. 

Yet another object of the invention is to investigate 
crystal growth in a transparent material which is mov- 
able at a controllable, variable rate from a heated or 
melting zone to a cooling or freezing zone with the 
temperatures of the heating and cooling zones being 
variable in a controlled manner to create a variable 
temperature gradient at the freezing isotherm and to 
maintain the freezing or solidifying isotherm of the 
transparent material in a fixed position under the objec- 
tive lens of a microscope. 

Still another object of the invention is an improved 
and novel method and apparatus for studying crystal 
growth in a moving transparent material by varying the 
temperature gradient across the freezing point of the 
transparent material with said freezing point remaining 
in a fixed position relative to a fixed position observing 
means. 

BRIEF SUMMARY OF THE INVENTION 

In accordance with one preferred form of the inven- 
tion there is provided a method of observing crystal 
formation in a transparent specimen comprising the 
steps of melting a portion of the specimen in a heaing 
zone, freezing the melted portion of the specimen in a 
cooling zone spaced from the heating zone by a gap in 
which the freezing isotherm of the specimen is observ- 
able by a suitable observing means, controlling the tem- 
perature of the heating and cooling zones to various 
temperatures to create a variable temperature gradient 
across the gap so that the freezing isotherm of the speci- 
men always remains in a substantially constant position 
within the gap where it is observable by the stationary 
observing means, and moving the specimen longitudi- 
nally in order to cause unidirectional freezing of the 
molten material while the temperature gradient is vary- 
ing in order to cause unidirectional freezing of the mol- 
ten material. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIGS. 1, 2, and 3 respectively show a top view, a side 
view, and an end view of the invention; 

FIG. 4 shows a generalized top view of the specimen 
on a microscope slide; 

FIG. 5 is an isometric, detailed broken away view of 
the microscope glass slide and the structure holding the 
specimen thereon; 

FIG. 6 is a broad block diagram of the overall system; 
and 

FIG. 7 is a block diagram of the electronics of the 
system; 

DETAILED DESCRIPTION OF THE 
INVENTION 

Referring now to FIGS. 1 and 2 there are shown a 
top view and a side view, respectively, of the invention. 
As can be seen from FIG. 2 there is mounted on a plexi- 
glass base 40 a pair of copper cooling blocks 48 and 50, 
a pair of thermoelectric heaters 44 and 46, a copper 
heating source 22 and a copper cooling sink 20, and 
finally, as shown in FIG. 1, a pair of plexiglass guide 
rails 24 and 26, all held together in a stacked manner in 
the order recited by the four bolts 28. The specimen cell 
58, mounted on microscope slide 56, as shown in FIG. 
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4, slides within the spacing'S of FIG. 1 formed by the 
parallel inner edges of plexiglass guide rails 24 and 26 
and upon the copper heating source 22 and cooling sink 
20 . 

Two pairs of pipes 32 and 34 supply a suitable liquid 5 
coolant from a common source 93, shown in FIG. 6, to 
the two copper cooling blocks 48 and 50. One of each of 
the two pairs of pipes 32 and 34 is a coolant liquid inlet 
and the other is a coolant liquid outlet. Two pairs of 
leads 36 and 38 each connect d.c. current from two 10 
separate power sources 92 and 94 of FIG. 6. As can be 
clearly seen in FIG. 2 the aligned gaps 42 between the 
pair of copper blocks 20 and 22 and the pair of copper 
cooling blocks 48 and 50 allow an observer to view the 
slide 56 of FIG. 4 as it passes under the microscope 30 15 
which is positioned to view directly into the gaps 42. 

The end view of FIG. 2, shown in FIG. 3, more 
clearly shows the relationship between the coolant car- 
rying pipes 34 and the copper cooling block 50, the 
leads 38 which carry d.c. power to the thermoelectric 20 
piles (heating devices) 46, and the depth of the micro- 
scope slide channel S. 

In FIG. 5 the details of the specimen carrying slide 56 
can be seen. A pair of cover glass plates 62 and 64, 
spaced apart by a small gap 60 of predetermined size 25 
from 25 to 250 micrometers, are mounted securely in 
that position on top of the microscope slide glass 56 by 
a suitable binder 68 such as an epoxy glue which extends 
entirely around the edges of the two cover glasses 62 
and 64 to seal the gap inbetween airtight. 30 

However, before the two cover glasses are securely 
sealed together the organic alloy specimen 58 to be 
melted and then frozen is inserted between the two 
cover glasses 62 and 64. 

A steel block 66 is secured at one end of the micro- 35 
scope slide glass 56 to provide a means for a water-pow- 
ered push rod 106 (see FIG. 6) to push the microscope 
slide glass along its guide path S, as shown in FIGS. 1 
and 3. 

Referring now to FIG. 6 the blocks 80 and 82, the 40 
coolant carrying pipes 32 and 34, and the thermoelec- 
tric heater leads 36 and 38, represent generally the en- 
tire structure of FIGS. 1, 2, 3, and 4. Added to FIG. 6 
are terminals 37 and 39 to which heater leads 36 and 38 
are connected, and fittings 35 to which coolant carrying 45 
pipes 32 and 34 are connected. 

Also added to FIG. 6 are the thermocouples 84 and 
86 which detect the temperature of copper heating 
source 22 of FIG. 1 and cooling sink 20 of FIG. 1, and 
convert the detected temperatures to electrical signals 50 
which are supplied via leads 88 and 90 to multiplexor 
120 of FIG. 7. 

It should be noted that the liquid coolant to both 
copper heating blocks 48 and 50 (FIG. 2) comes from 
and returns to the same coolant source 93 of FIG. 6 so 55 
that the liquid coolant to both copper heating blocks 48 
and 50 leaves the common coolant source 93 at the same 
temperature. 

As will be discussed later in connection with FIG. 7 
the power generated by d.c. power sources 92, 94, and 60 
96 is controlled by the outputs of sample and hold (S/H) 
circuits 98, 100, and 102, respectively, and is supplied, 
respectively, to copper cooling sink 20 (of FIG. 2) and 
included within block 80 of FIG. 6, copper heating sink 
22 (of FIG. 2) and included within block 82 of FIG. 6, 65 
and to motor 104. The motor 104 drives pusher rod 106 
in a linear direction from right to" left in FIG. 6 through 
adjustable speed reducing and worm gear arrangement 
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108 to in turn push microscope slide glass 56 by means 
of steel block 66 along its guide path S (of FIG. 1) so 
that the organic alloy specimen contained therein passes 
from the melting zone over the copper heating source 
22 (FIG. 1) and into the freezing zone over the copper 
cooling sink 20 (of FIG. 1). The temperature of the 
copper heating source 22 and the copper cooling sink 
20, as well as the temperature of the liquid coolant are 
all controlled such that while the temperature gradient 
can be varied, as well as the pusher rod 106 velocity, the 
freezing isotherm will always remain under the view of 
the fixed position microscope 30 in the gap 42. 

Referring now to FIG. 7 there is shown a block dia- 
gram of the electronics of the system. In FIG. 7 the only 
input is the output signals from the thermocouples 84 
and 86 of FIG. 6 via leads 88 and 90 to multiplexor 120 
of FIG. 7. The multiplexed output of multiplexor 120 is 
amplified by amplifier 122 and then supplied to analog- 
to-digital (A/D) converter 124 whose digitized output 
is supplied to a suitable computer such as an Apple II 
which is programmed to provide to digital-to-analog 
(D/A) converter analog signals which, when multi- 
plexed by multiplexor 130, will supply the proper con- 
trol signals for ultimately controlling the temperatures 
of copper heating source block 22 of FIGS. 1 and 2 and 
copper cooling sink 20 of FIGS. 1 and 2, as well as the 
speed of motor 104 of FIG. 6. 

More specifically, the S/H circuits 98, 100, and 102, 
also shown in FIG. 6 which will now again be referred 
to, control the d.c. power generated by d.c. power 
sources 92, 94, and 96, respectively, which supply d.c. 
currents to thermoelectric heaters 44 and 46 of FIG. 2 
and motor 104 of FIG. 6. The function of motor 104, 
gear box 108, and pusher rod 106 have already been 
discussed. 

A monitor 134 such as a visual display, a printer 136, 
and a double density (DD) floppy disc unit 138 are 
connected to the computer 126 to observe the parame- 
ters of heating sources, cooling sources, temperature 
gradient across gap 42, position of the freezing iso- 
therm, and pusher rod velocity. 

It is to be noted that the computer 126 is programmed 
not only to control the temperature gradient across gap 
42 but also to control the rate and amount of change of 
such temperature gradient, and further to maintain the 
freezing isotherm in gap 42 in FIG. 2 under the view of 
microscope 30. 

A generalized summary of the invention, its operation 
and some other features not specifically set forth above 
are set forth in the following paragraphs. With the de- 
vice of this invention, one end of a specimen cell is 
heated to exceed the melting point of the material con- 
tained within, while the other end is cooled to a frozen 
condition. Thermal contact of the cell against a hot 
metal block 22 (FIG. 2) and a cold metal block 20 (FIG. 
2) separated by a narrow gap 42 provides the desired 
temperature gradient G within the cell. The respective 
temperatures of the blocks are controlled to cause the 
solid-liquid interface to develop midway between the 
heating and cooling blocks in gap 42. 

Structural details of this interface between solid and 
liquid are generally studied with an optical microscope. 
The specimen is transilluminated through the gap 42 
between the hot and cold blocks. Interface details are 
rendered in contrast by optical diffraction effects at the 
interfaces. The specimen itself is a sandwich with the 
transparent specimen material held as a thin film be- 
tween two glass slides. The material, which is the speci- 
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men of interest, must have a melting temperature com- 
patible with the capability of the apparatus. (Presently 
this range is approximately —20 to + 100 C.) Materials 
are selected based on their solidification characteristics. 
The best choices are models which have metal-like 
solidification characteristics. 

Studying G/R ratio effects by varying R alone does 
not lend itself to simple interpretation. Crystal growers 
know that as one varies the velocity rate R, the kinetic 
undercooling seen by the growing interface will vary. 
A comprehensive study of interface kinetics has never 
been done heretofar because of the above limitations. 
However, varying the temperature gradient G at a 
constant R essentially controls the driving force (i.e. 
thermodynamics) for solidification while keeping a 
constant kinetic dependence. 

The stage is made up of a hot metal block 22 (FIG. 2) 
and a cold metal block 20, (FIG. 2) whose individual 
temperatures are each controlled by a thermoelectric 
pile. The temperatures are monitored by thermocouples 
84 and 86 (FIG. 6) in the metal blocks and the signals 
used to regulate the power going into each of the ther- 
moelectric devices. In the present model, the sensing 
and control functions are controlled by a microcom- 
puter 126. Other temperature controller devices can be 
used as well. The thermoelectric devices are each 
cooled by a constant temperature water bath. The tem- 
perature of the bath is set to the melting temperature of 
the specimen being observed. By this method, one ther- 
moelectric device is used for cooling relative to the 
melting temperature and the other is used for heating. 
To adjust the temperature gradient, the d.c. current to 
each thermoelectric is increased or decreased so that 
the block temperatures track at preprogrammed rates. 
As this occurs, the specimen cell is pushed at a constant 
rate across the heating and cooling blocks in the direc- 
tion of the cold block to thereby cause the specimen to 
freeze undirectionally. In the working model, the push 
rate is also computer controlled. Observations of the 
interface are made at this time and may be recorded. 

It is essential to have thermal stability in the appara- 
tus. Earlier temperature gradient stages did not have 
variable temperature gradients and achieved thermal 
stability by using much larger thermal masses for the 
hot and cold metal blocks 22 and 20 (FIG. 2). This prior 
art method to stabilize the temperature cannot be used 
here as the rate of changing the gradient G must be 
smooth and rapid (e.g. two deg. C per cm. per minute). 
Therefore, to compensate for the low thermal mass of 
the blocks, tighter temperature control is needed. This 
is achieved in the present invention by using the con- 
stant temperature circulating water bath and trimming 
the temperatures with the thermoelectric heaters (de- 
vices) which are controlled by the computer and regu- 
lated power supplies. In the present invention the com- 
puter calculates the needed current to run the thermo- 
electric heaters, then this calculation is sent out via the 
D/A converter 128 (FIG. 7) to the S/H amplifiers 98, 
100, and 102 which provide a control signal to the high 
current d.c. power supplies. 

It is to be understood that the form of the invention 
shown and described herein is but one preferred form 
thereof and that various other modifications and forms 
thereof will be apparent to one of ordinary skill in the 
art without the exercise of invention and are intended to 
lie within the scope of the claims appended hereto. 

I claim: 
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1. A method of investigating the formation of crystals 
in a transparent specimen material comprising the steps 
of: 

melting the transparent specimen material in a fixed 
5 position heating zone; 

forming a freezing isotherm to freeze the transparent 
specimen material in a gap positioned between a 
fixed position cooling zone which is separated from 
said heating zone by said gap by a predetermined 
10 distance capable of containing said freezing iso- 
therm with suitable temperatures of said heating 
and cooling zones; 

moving the transparent specimen material from said 
heating zone to said cooling zone; 

15 varying the temperature of said heating zone and said 
cooling zone to create a variable temperature gra- 
dient across said gap and to maintain the freezing 
isotherm of said transparent specimen material in 
said gap in a substantially fixed position relative to 
20 said heating and cooling zones; and 

observing the freezing isotherm of the transparent 
specimen material through an optically enlarging 
means to watch and analyze the formation of den- 
drites in said freezing isotherm of said transparent 
25 specimen material as the temperature of said heat- 
ing and cooling zones are varied to produce said 
variable temperature gradient across said gap and 
therefore across said freezing isotherm.- 

2. A method as in claim 1 and comprising the further 
30 steps of: 

placing the specimen between two sheets of glass 
before performing said melting step of claim 1; 

placing the glass contained specimen in position for 
being heated and then cooled as set forth in claim 1; 
35 selectively pushing the glass contained specimen to 
move said specimen through said gap from the 
heating zone and into the cooling zone to enable 
observation of the freezing of the specimen in the 
freezing isotherm which remains in the gap as the 
40 transparent specimen moves through said gap. 

3. A method as in claim 1 in which said melting step 
comprises the further steps of: 

circulating a bath of liquid coolant through said heat- 
ing zone to aid in controlling the temperature of 
45 said heating zone in a manner to make the tempera- 
ture of said heating zone constant throughout said 
heating zone 

heating said heating zone which can be of copper or 
other good heat conducting material to a desired 
50 temperature by thermoelectric devices; 

measuring the temperature of said heating zone by 
temperature measuring means such as thermocou- 
ples; and 

controlling the temperature of said heating zone by 
55 controlling the current through said thermoelectric 

devices in response to the temperature of said heat- 
ing zone as measured by said temperature measur- 
ing means. 

4. A method as in claim 1 in which said freezing step 
60 comprises the further steps of: 

circulating a bath of liquid coolant through said cool- 
ing zone to aid in controlling the temperature of 
said cooling zone in a manner to make the tempera- 
ture of said cooling zone constant throughout said 
65 cooling zone 

heating said cooling zone, which can be of copper or 
other good heat conducting material, to a desired 
temperature by thermoelectric devices; 
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measuring the temperature of said cooling zone by 
temperature measuring means such as thermocou- 
ples; and 

controlling the temperature of said cooling zone by 
controlling the current through said thermoelectric 5 
devices in response to the temperature of said cool- 
ing zone as measured by said temperature measur- 
ing means. 

5. A method of observing crystal formation in a trans- 
parent specimen comprising the steps of: 10 

melting a portion of the specimen in a heating zone; 
forming a freezing isotherm to freeze the melted por- 
tion of the specimen by the action of a cooling zone 
spaced from said heating zone by a gap which is 
observable by a suitable observing means; 
controlling the temperatures of said heating and cool- 
ing zones to various temperatures and the length of 
said gap to create a variable temperature gradient 
across said gap so that the freezing isotherm of said 20 
specimen always remains in a constant position in 
said gap where it is observable by said observing 
means; and 

moving said specimen longitudinally across said gap 
while said temperature gradient is varying to en- 25 
able observation of the constantly newly formed 
freezing portion of the specimen occurring in the 
gap as the specimen is moved therethrough. 

6 . A method as in claim 5 and comprising the further 

steps of: 30 

placing the specimen between two sheets of glass 
before performing said melting step of claim 5; 
placing the glass contained specimen in position for 
being heated and then cooled as set forth in claim 5; 
selectively pushing the glass contained specimen to 35 
move said specimen through said gap from said 
heating zone and into said cooling zone to enable 
observation of the freezing of the specimen in the 
freezing isotherm which remains in the gap as the 
specimen moves through said gap. 40 

7. A method as in claim 5 in which said melting step 
comprises the further steps of: 

circulating a bath of liquid coolant through said heat- 
ing zone to aid in making the temperature of said 
heating zone constant through out said heating 45 
zone; 

heating said heating zone, which can be of copper or 
other good heat conducting materials, to a desired 
temperature by thermoelectric devices; 
measuring the temperature of said heating zone by 
temperature measuring means such as thermocou- 
ples; 

controlling the temperature of said heating zone by 
controlling the current through said thermoelectric 55 
devices in response to the temperature of said heat- 
ing zone as measured by said temperature measur- 
ing means. 

8 . A method as in claim 5 in which said feezing step 

comprises the further steps of: 60 

circulating a bath of liquid coolant through said cool- 
ing zone to aid in controlling the temperature of 
said cooling zone in a manner to make the tempera- 
ture of said cooling zone constant throughout said 
cooling zone; 65 

heating said cooling zone, which can be of copper or 
other good heat conducting material, to a desired 
temperature by thermoelectric devices; 
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measuring the temperature of said cooling zone by 
temperature measuring means such as thermocou- 
ples; and 

controlling the temperature of said cooling zone by 
controlling the current through said thermoelectric 
devices in response to the temperature of said cool- 
ing zone as measured by said temperature measur- 
ing means. 

9. A method for observing crystal formation in a 
specimen comprising the steps of: 

moving the specimen at a controlled and variable 
speed from a controlled temperature heating zone 
to melt the rod and through a small, predetermined 
gap to a controlled temperature cooling zone to 
create a temperature gradient of sufficient slope 
and range to create a freezing isotherm in said gap 
at all times to freeze the specimen into a predeter- 
mined unitary solid shape; and 

varying the temperatures of said heating and cooling 
zones in a controlled manner to maintain the freez- 
ing isotherm of said specimen within said gap for 
observation while the specimen is moving through 
said gap. 

10. A method as in claim 9 in which said temperature 
varying step comprises the further steps of: 

circulating a bath of liquid coolant through said heat- 
ing zone to aid in controlling the temperature of 
said heating zone in a manner to make the tempera- 
ture of said heating zone constant throughout said 
heating zone; 

heating said heating zone, which can be of copper or 
other good heat conducting material, to a desired 
temperature by thermoelectric devices; 

measuring the temperatures of said heating zone by 
temperatures measuring means such as thermocou- 
ples; and 

controlling the temperature of said heating zone by 
controlling the current through said thermoelectric 
devices in response to the temperature of said heat- 
ing zone as measuring by said temperature measur- 
ing means. 

11. A method as in claim 9 and comprising the further 
steps of: 

placing the specimen between two sheets of glass 
before performing the said moving step of claim 9; 

placing the glass contained specimen in position for 
being heated and then cooled as set forth in claim 9; 
and 

selectively pushing the glass containing specimen to 
move said specimen through said gap from the 
heating zone and into the cooling zone to enable 
observation of the freezing of the specimen in the 
freezing isotherm which remains in the gap as the 
glass containing specimen moves through said gap. 

12. A method as in claim 9 in which said heating step 
comprises the further steps of: 

circulating a bath of liquid coolant through said cool- 
ing zone to aid in controlling the temperature of 
said heating zone constant throughout said cooling 
zone; 

heating said cooling zone, which can be of copper or 
other good heat conducting material, to a desired 
temperature by thermoelectric devices; 

measuring the temperature of said cooling zone by 
temperature measuring means such as thermocou- 
ples; and 

controlling the temperature of said cooling zone by 
controlling the current through said thermoelectric 
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devices in response to the temperature of said cool- 
ing zone as measured by said temperature measur- 
ing means. 

13. Apparatus for investigating the formation of crys- 
tals in a transparent specimen material comprising: 5 

a fixed position heating zone and a fixed position 
cooling zone; 

first means for melting the transparent specimen ma- 
terial in said fixed position heating zone; 
second means for freezing the transparent specimen 
material in said fixed position cooling zone which is 1 
separated from said heating zone* by a gap of a 
predetermined small distance to maintain a freezing 
isotherm for said specimen material therein; 
third means for moving the specimen material from 
said heating zone to said cooling zone; 
fourth means for controllably varying the tempera- 
ture of said heating zone and said cooling zone in a 
manner to create a variable temperature gradient 
across said gap and to maintain the freezing iso- 
therm of said transparent specimen material in said 20 
gap in a substantially fixed position relative to said 
heating and cooling zones; and 
suitable observing means for observing the freezing 
isotherm of said transparent specimen material to 
watch and analyze the formation of crystals in said 25 
freezing isotherm of said transparent specimen 
material as the temperature of said heating and 
cooling zones are varied to produce a variable 
temperature gradient across said gap and therefore 
across said freezing isotherm. 

14. Apparatus as in claim 13 and further comprising: 
two sheets of glass sealed together around their edges 

and with said specimen positioned therebetween; 
and 

means for selectively pushing the glass contained 
specimen to move said specimen through the freez- 35 
ing isotherm positioned in said gaps from said heat- 
ing zone and into the cooling zone. 

15. Apparatus as in claim 13 in which said first means 
further comprises: 

. fifth means for circulating a bath of liquid coolant 40 
through said heating zone to aid in controlling the 
temperature of said heating zone in a manner to 
make the temperature of said heating zone constant 
throughout said heating zone; 
sixth means such as thermoelectric devices for heat- 45 
ing said heating zone, which can be comprised of 
copper or other good heat conducting material, to 
a desired temperature by said thermoelectric de- 
vices; 

seventh means such as thermocouples for sensing and 50 
measuring the temperature of said heating zone; 
and 

eighth means for controlling the temperature of said 
heating zone by controlling the current through 
said thermoelectric devices in response to the tern- 55 
perature of said heating zone as sensed and mea- 
sured by said seventh means. 

16. Apparatus as in claim 13 in which said second 
means further comprises: 

fifth means for circulating a bath of liquid coolant 
through said heating zone to aid in controlling the 60 
temperature of said cooling zone in a manner to 
make the temperature of said cooling zone constant 
throughout said -cooling zone; 
sixth means such as thermoelectric devices for heat- 
ing said cooling zone, which can be comprised of 65 
copper or other good heat conducting material, to 
a desired temperature by said thermoelectric de- 
vices; 
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seventh means such as thermocouples for sensing and 
measuring the temperature of said heating zone; 
and 

eighth means for controlling the temperature of said 
heating zone by controlling the current through 
said thermoelectric devices in response to the tem- 
perature of said heating zone as sensed and mea- 
sured by said seventh means. 

17. Apparatus for observing crystal formation in a 
specimen comprising: 

a heating zone and cooling zone separated by a gap in 
which a temperature gradient containing a freezing 
isotherm for said specimen can be created continu- 
ously by controlling the temperatures of said heat- 
ing and cooling zones; 

15 first means for moving the specimen at a controlled 
and variable speed from said heating zone to melt 
said specimen and through said gap to said cooling 
zone to freeze said specimen; and 
second means for varying the temperature of said 
heating and cooling zones in a controlled manner 
to create a controlled variable temperature gradi- 
ent in said gap and to maintain the freezing iso- 
therm of said specimen in said gap. 

18. Apparatus as in claim 17 and further comprising: 
two sheets of glass sealed together around their edges 

and with said specimen positioned therebetween; 
and 

means for selectively pushing the glass contained 
specimen to move said specimen through the gap 
containing said freezing isotherm from said heating 
zone and into the cooling zone. 

19. Apparatus as in claim 17 in which said second 
means further comprises: 

third means for circulating a bath of liquid coolant 
through said heating zone to aid in controlling the 
temperature of said heating zone in a manner to 
make the temperature of said heating zone constant 
throughout said heating zone; 
fourth means such as thermoelectric devices for heat- 
ing said heating zone, which can be comprised of 
copper or other good heat conducting material, to 
a desired temperature by thermoelectric devices; 
fifth means such as thermocouples for sensing and 
measuring the temperature of said heating zone; 
and 

sixth means controlling the temperature of said heat- 
ing zone by controlling the current through said 
thermoelectric devices in response to the tempera- 
ture of said heating zone as sensed and measured by 
said fifth means. 

20. Apparatus as in claim 17 in which said second 
means further comprises: 

third means for controlling the temperature of said 
cooling zone in a manner to make the temperature 
of said cooling zone constant throughout said cool- 
ing zone; 

fourth means such as thermoelectric devices for heat- 
ing said cooling zone, which can be comprised of 
copper or other good heat conducting material, to 
a desired temperature by said thermoelectric de- 
vices; 

fifth means such as thermocouples for sensing and 
measuring the temperature of said cooling zone; 
and 

sixth means controlling the temperature of said cool- 
ing zone by controlling the current through said 
thermoelectric devices in response to the tempera- 
ture of said cooling zone as sensed and measured by 
said fifth means. 
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